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SIMULATOR CALIBRATION REPORT

This is to certify that the simulator listed below has been examined and tested using

standards traceable to the National Institute of Standards and Technology (NIST) in

accordance to the standards set by the Rules of Missouri Department of Health and
Senior Services, 19 CSR 25-30.

SIMULATOR INFORMATION

Agency: Missouri State Highway Patrol
Serial Number: MP2425

Manufacturer: Guth

Model Number: 12V500

CALIBRATION RESULTS
Reference Simulator
Temperature Temperature
34.00 33.99

This calibration was performed with

NIST-Traceable Thermometer SN: 307715
This simulator was tested by: JLC
This testing was performed: 07/17/15
This certification expires: 07/17/16
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Name of certifying DHSS Scientist: Brian M. Lutmer




2015-07-28 10:53 MAFF

Missouri Department of Health and Senior Services

B0 Hox 570, Jelferson Cily. MO 65102-057¢  Phone; 5737516400 FA

5737516814 >» 15738409139

X 073-751-6040

§ Gall Vasterling
Thracton

RELAY MISSOURL tar Hearing and Speech impaired 1-800-736-2966  VOICE 1-800-735-2406

P 14/16

Jemmlah W, (Jay} Nlmn

Govagrior

Missouri Department of 1lealth and Senioir Services Breath Alcohot Program

BREATH ALCOHOL SIMULATOR TEST WORKSHEET

TFest Simulsfor Information

_Missourd State Highway Patrol

Agency
Email for COC Aimmy.cleveland@mshp.dps.mo.goy
Serial Numbey: MPp2425 )

Madel Number: _12V500

NIST-Traceable Reference Thermometer Information

Serial Number: s
Date of Certitiention: 08/19/14 B
Date of Expiration: _0g/1974s
Test Simulator Measuremends
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